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ABSTRACT

The technique for interchanging generator and detector in the impedance

measurement of microwave one-ports is a useful, known procedure often applied when

low powers are indicated. The necessary and sufficient conditions for the validity of

such measurements are critically examined and direct extensions of this technique to

similar measurements of reciprocal two-ports are given.

A completely separate analysis is necessary when such an interchange is made

in the case of an interference bridge to be used for the determination of the scattering

parameters of general (active or passive and reciprocal or nonreciprocal) two-ports.

This analysis is presented in detail. It results in a new low-power-level version of a

method of measuring general two-ports given in an earlier paperý 5 The measurement

technique and the subsequent data analysis of the two versions are found to be identical,

except that the two scattering parameters S12 and S 21 appear in interchanged positions.

I.
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I. Introduction

In the (one-port) measurement of the impedance characteristics of such devices

as diodes for which powers may have to be held below certain maximum levels, it has

become common practice to interchange generator and detector in order to increase the

power to the detector substantially above the level it would be in a normal impedance

measuring set-up. This approach has been suggestive with regard to bridge techniques

for measuring two-port parameters under similar limitations of maximum allowable

power levels. In particular such an approach would be useful in certain measurements

which seek to avoid regions of saturation or of nonlinearity.

In what follows, the standard one-port technique is first briefly reviewed and

then more critically examined. Its extension to two-port impedance measurements is

also indicated. The technique to be used in a reciprocal bridge for the measurement

of reciprocal two-ports is pointed to and finally the method associated with source-de-

tector interchange in the measurement of general(potentially non-reciprocal and active)

linear two-ports by means of a practical interference bridge, i. e.,one which also con-

tains isolators, is derived. For this last method a step by step summary of the measure-

ment is given in Appendix III.

II. Interchange in Impedance Measurements

A. One-Port Measurements

The common technique for measuring the impedance of an unknown load is

depicted in Fig. 1. The notion of a matched detector here implies that while energy

MATCHEDMTDETECTOR//J

_ I NDICATOR

MACED PI '

GENERATOR 'SLOTTED LINE UNKNOWN
LOAD I

Fig. 1 Common impedance measurement
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may be reflected by the probe, or even at a point beyond it, no microwave energy may

be reflected by the detector itself. Both the detector and the generator may be taken

to include any necessary tuners or isolators. The structure contained within dashed

lines in Fig. 1, including the unknown load, can be regarded as a reciprocal two-port

between terminal planes TI and T 2. Its parameters, of course, depend on the load and
the location of the probe. In view of the reciprocity of the two-port (S12 = .2 1) and the

match of the generator and the detector, the reading on the indicator remains completely

unaltered when these two components are interchanged as shown in Fig. 2. Since this

is true for any such two-port, i. e., for any load or probe position, measurements may

be carried out exactly as if the interchange had not been made.

LOAD

Fig. 2 Source-detector reversal in load impedance measurement

In Fig. I the generator power has been set at a level p %say in dbmy, power

at the probe and the load is also at p; however, in view of a db decoupling of the probe,

power at the detector is (p - a). In contrast, in the set-up of Fig. 2, generator power

is (p + a) so that the level at the probe and the load is again p as before, but power at

the detector is now p, no longer (p - a).
The virtue of this method then lies in the fact that while the power level is main-

tained at the load within imposed bounds, the level at the detector has been increased by

a dbi where a presumably represents some minimum probe decoupling. Advantage can

be taken of any additional available generator power by further decoupling the probe as

far as this power will permit. Two distinct advantages have now been seen to be possible:
Additional sensitivity (by a db),and greater accuracy as the result of the reduction of the
usual errors which are associated with probe reflection to an extent which depends on

available power.

As can be expected, a price must be paid for what has been gained. When the
probe is moved in the course of the measurement, aflexible waveguide must be used in

Fig. 2 instead of the audio cable of Fig. 1. The flexible waveguide may introduce unwanted
leakage or additional small probe-position dependent reflections. When this becomes in-
tolerable two microwave-wise sound but mechanically troublesome alternatives have beer
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used: Either the generator (tube) can be connected rigidly to the probe carriage and

moved with it, or the generator and probe can be held fixed while the slotted line, de-

tector and load are moved as a unit with respect to the probe.

B. Extension to Two-Port Measurements

A useful feature of this scheme is the fact that any measurement technique
0

involving equipment which can somehow be viewed as a reciprocal microwave two-port

connected to a matched source at one port and to a matched detector at the other,is sub-

ject to source-generator interchange without in the least affecting the method of measure-

ment or the associated data analysis: No further thought is required and no new formulas

need be derived. For example, the Weissfloch method of measuring reciprocal two-

ports or the Deschamps3 method of finding the scattering coefficients of reciprocal two-

ports can be used, and perhaps to advantage, with source and detector interchanged.

C. Necessary and Sufficient Conditions for Source-Detector Interchange

Although the restriction of matched generator and detector is doubtlessly

sufficient, the necessary conditions should also be explored. As will be seen, these

extend somewhat the usefulness of the technique. Consider a nonreciprocal two-port

connected to a generator with internal impedance Z and to a detector of impedance Zd

as shown in Fig. 3.

121 12

Detetorresons isproortona to (Id/Vg)Z so that source and detector may be inter-

change provided id/g 2]
d fi constant, (1)

LI d/Vg J
as the two-port parameters are varied in the course of a measurement. Here Id is the

detector current after the interchange has been made. Clearly from eq. (1)

These, by the way, may be active if the first resistance in the representation is appro-

priately taken as either positive or negative. The distinction between reflection coeffic-
Fents greater andless than unity must be made in the course of the measurement.
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d/Vg constant (2)

i d/V g

is also a necessary and sufficient condition. h is convenient to recognize that Z and
g

Zd are associated with the diagonal elements of the impedance matrix an shown Fig. 4,
which indicates only the relevant voltages and currents. From Fig. 4 one has

Vg = (Z11 + Zg)Ig + Z 12 d(3)

V = 0 = Z21Ig + (Z2 2 + Zd)Id

and when I is eliminated from eq. (3) the result is

gZ
Z 2 1

Id/Vg= (4)
(Z 12 Z2 1 - ZnZ22 - ZdZg) - (ZluZd + Z 2 2 Zg)

Id

(ZI I+ Z 9) Z12

CIRCUIT

: Z 21 (Z 22+ Zd)

Fig. 4 Two-port incorporating generator and detector impedances

One sees from Fig. 2 that the interchange can be simply represented by interchanging

subscripts 1 and 2, so that, from eqs. (2) and (4), the desired condition is

Z2- (Z12 Z2 1 " Z ZdZ.) " (Z2aZd + Z -lZ )= constant. (5)

a Z12  (Z 12 lZ 1 22 - ZdZ1 ) - (ZluZd + Z 2 2 Z )

Since the two-port parameters have been assumed to be arbitrary, and since their vari-

ation in the course of a measurement has not been restricted, eq. (5) shows that the
necessary and sufficient condition for source-detector interchange is

Zd = Z provided Zl/ZlZ = constant . (6)

0
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This proviso holds in most practical measurement situations in view of the following

theorem which is demonstrated in Appendix I:

The product of the nonreciprocities of tandem two-ports.

equals the nonreciprocity of the overall two-port.

The nonreciprocity of a two-port Cis here taken alj 12 . The nonreciprocity of a

reciprocal two-port is, of course, unity. It is clear then that if the two-port Z is

comprised of an arbitrary number of cascaded two-ports, Z2 1/ Z12 is constant as long

as the only two-ports in the chain which vary in the course of the measurement are

reciprocal. An example of such a situation would be an isolator at T1 in tandem with

the slotted line in Figs. 1 and 2.

It can be shown quite independently that eq. (6) in scattering terms is

rd = r , provided S21/S12 = constant, (7)

where r d and r are the reflection coefficients of the detector and the generator, respec-g
tively. This, of course, also follows simply from the recognition that rd and r areg
the input reflection coefficients corresponding to the detector and generator input imped-

ances Zd and Zg and from the fact4 that S2 1/S 12 = Z 2 1/Z 1 2 for two-ports.

Equations (5) to (7) are quite general and as such apply also to the interchange

pictured in Figs. 1 and 2 involving a slotted line. When, in that case, a well tuned and

decoupled probe is employed, the following approximations can usually be made:

Z is constant as the probe is moved.

Z22 is constant as the probe is moved.

Z12 21 is sufficiently small to be neglected.

It is seen that under these conditions eq. (5) holds without any restrictions having been
placed an Z and Zd provided, again, the ratio Z2VZ12 is a constant as explained before.

III. Interchange in Impedance Measurements

A. Reciprocal Case

Microwave bridge measurements are used both in situations involving non-

reciprocal as well as reciprocal two-ports as unknowns. When the latter is the case

and when the bridge itself, as distinct from the detector and the generator arms, does

not contain nonreciprocal components, the results given for the general case in eqs. (6)

and (7) of course hold as soon as a two-port connecting source and detector can be iden-

tified. Fig. 5, which pictures a simplified outline of an interference bridge, identifies

tbiis two-port as being located between planes TI and Tz.
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TT

[UNKNOWN --I -" I TWO-PORT - J

DETECTOR T, SOURCE

I PHASE SLOTTED

J SHIFTER LINE
I I
I F

k- TWO- PORT -!

Fig. 5 Source-detector reversal with reciprocal bridge

B. Nonreciprocal Case

When a microwave bridge has internal nonreciprocal components, sitch as

isolators, or when it is used for the measurement of nonreciprocal structures, the pre-

ceding reciprocity argument can no longer be used when source and detector are inter-

changed. One can, however, seek the answer directly to the question of what actually

does happen when the interchange is made in such a case. This is done below for an

interference bridge. The measurement which evolves will be seen to have the same

advantages witA respect to power levels as the corresponding impedance measurement

discussed above.

The two forms of the bridge which are sketched in Figs. 6 and 7 will be referred

to as the u forward" bridge and the I reversed abridge, respectively. Note that generator

(including the associated isolator) and detector have been interchanged and that the two

isolators adjacent to the slotted lines have been reversed. In each set-up only one probe

at a time is in use. Since the forward bridge has already been amply treated 5, it will

not be discussed here again.

1. Parameters of the Data Loci

Consider the reversed bridge: Two waves ai and a' are set up in the left

slotted line by the probe and are traveling in the directions indicated. As a result three

distinct waves reach, and add at, the detector. The voltage wave traveling from the

probe directly to the left is

V,= ail Cle , (8)
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SLOTTED I 2 1 12 SLOTTED
LINE UNNWNLN

TWO-PORT

T T2

Fi g. 6 Forward bridge

Ao;

T 
Tj

2?

Fig. 7 Reversed bridge
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where C is the overall transmission coefficient through the left bridge arm to the de-1

tector arm and includes the effect of the v- :iable phase shifter + and the variable atten-

uator A. The wave from the probe to the right which is transmitted through the two-

port is
-j cz$

V = at'C e S2 22 21 ()

where C 2 is analogous to C1, but a constant. The wave from the probe to the right which

is reflected by the two-port is = a 'C e Kll (10)

V3 = aIC e 11l(0

The voltage at the input of the detector, Vd, then is the sum of VI, Vz and V3

-jZ gIJICZ1t
V ae 11(S1C +$21S2) + a e C1 (11)

which can also be written

Vd = aC 1  e 2 a' + Cz (12)

Since only a voltage proportional to the magnitude of Vd is of interest, one need only

consider
"-jKZl a jKz

d - (S + -S) + e (13)
.aj C1

In view of the definition of zI (increasing from right to left in Fig. 7), the

exp(jKzl ) and exp(-jKzl) terms are respectively incident (from the left) on plane T1 and

reflected at plane T1. The coefficient of exp(-jKzl) is consequently identified as the re-

flection coefficient at T1 (defined looking to the right). As phase shifter C is varied,

the phase of C1 varies with it and r1 is seen to be a circular locus. If the probe is per-

fectly symmetrical. i. e.. straight, as one attempts to make it, then ai = a' and

Ca

rl = SIn + - $21 (14)
ClI

The conditions under which aI = a 2 are discussed in Appendix II. As in the case of the

forward bridge the r1 locus has its center at SII, but now has the radius Is 211, provided

the bridge has been balanced by adjustment of variable attenuator A for IC11 = IC 2 1.

Analogously for probe 2, with z2 defined as increasing to the right:

-jKZ2 an CI jKz 2

V"= e -a (S + -S 1 )+ e (15)
d an-. d
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"'2 22 - S1 2C
2

where r2 is the reflection coefficient at plane T 2 defined looking to the left. The locus

of r 2 is again a circle, but with center at $22 and, when the bridge has beeu bala;nced,

with radius IS121.

In terms of traveling waves, the balance condition of a reversed bridge is the

following: If a 1 equals a 2 , and a 1 is defined at T1 and traveling to the left while a2 is

defined at T2 and traveling to the right, then, if detector voltage is zero when these two

waves exist at the same time, the bridge is balanced, i.e., IClI = 1C2 1. Some reflec-5
tion shows that the various ways of balancing a forward bridge apply completely in this

case also,

2. Reference Plane and Phase Measurements

When the scale with which z1 is measured is the D scale so that

z D D- DR (17)

the reference value DR# which is defined with respect to T1, is found in the same fashion

as if the bridge were a forward bridge. This follows readily from the fact that such

measurements no longer are actual bridge measurements, but are impedance measure-

ments of the sort discussed earlier. Likewise, when the scale with which z 2 is measured

is the S scale so that

z2 =- SR, (18)

the reference value SR , which is defined with respect to T2, is again found as in a for-

ward bridge.

Equations (13) and (15) are both of the form

Vd = e-jKzr+ ej Kz, r I rI eJi. (19)

How can such a value of r be determined with a reversed bridge ? The probe can be
moved to two distinct locations such that IVdl is a maximum (VM)or a minimum (Vm).

Let the probe setting aasociated with Vm be zm. Then

VM = Irl + 1 (20)

V .In rl-11 = IrIij(8 - Kzm)+ ejKzmI (21)

so that from eq. (21),

e = 2Krz +. f (22)
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But since z1 and z2 are given by eqs. (17) and (18),

81 = 2K(D- D)W., (23)

e2 = 2K(S - SR) t•, (24)

where D and S must now be interpreted as the probe positions when Vd and V" are min-

imum. From eqs. (20) and (21)

r - 1
Il- 1 r- .M/Vm. (25)

r+l

Since IrlJ may either be greater or less than unity, the standing wave ratio, r, is taken

to be positive for I rl < 1 and negative for I rl > i. Means of decidingwhether I rl is great-

er or less than unity, which apply here also, are given elsewhere.5

When the unknown two-port of Fig. 7 is replaced by a waveguide of length *o so
that no reflections occur at T or at T 2 and when the phase shifter is set at some arbitrary

but fixed setting +o, then each probe in turn can be moved to such a position that there will
be minimum detector output (zero when al/a 2 = I and ICI/C 21 = 1). Let these probe settings

be defined as D and S . In view of the fact that the scattering matrix of line 1 0 is

0 ej

(26)
-j id0

"e 0

and with-the assumption that a1 = a 2, detector voltages Vd in eqs. (13) and (15) will be at

a minimum when

-jK(Do - DR J(+ 2 - +o- " N 0 ) jK(D( - V• (27)
e e = -e

and when

-jK(S° - R) J(+lo - 42 - 0 o) JK(So - SR)e e =-e ,(28)

where 62 has the phase +2 and C1 the phase •. When, as is the case now, the phase

shifter is set to +09 the angle +1 takes on the value 4o" From eqs. (27) and (28) one

readily obtains

+2 " -o = 2K(Do- VI+ Ko +_ W (29)

+2" +1o=- 2K(So"- SR)'+ Ko+-] (30)
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On equating eqs. (22) and (23) one finds that
nX

D o o + o " DR' SR 2 - (31)

Equation (31) can serve as a consistency check on the measurements made in finding
DoSo, 1o0. DR and SR.

It is convenient to plot the measured data in the r, and r2 planes where

j2KD ieJ j(2KDRw)
Ir I e Ir Ie r e (32)

- 2KS je 2 j( 2 KSRtVr)
r IrI2 e IrI e = e (33)

It follows from these equations and eqs. (14) and (16) that

= jS 1 e j (4Il+ 2 D R t w)+ IC 2  j(+ 2 1 + 2KDR t w + +2 Y 41)
C 1  (34)

- . ej~l C2

=I s1 11 + I- C 21 eJ~l
Cl

jS eJ(22+ 2 KSR+ t) C1 w12 " ( 1 2 + 2 KSR t -f 2 + 4b1)

r = Is 22 1 " +-2 I C 2 1 -- Sl2 1 e ( 1C 2

(35)
I s221 eJ22 + I . S1-1 sel

and it is therefore easy to identify

11 -
2 KDR t w (36)

+22 2022 - 2 KSR•t T. (37)

When, with the two-port to be measured located in the bridge, the phase shifter is set

to the same value + which was used earlier,_*1 again takes on the value +. 4l 1and +2

become the specific angles Io1 and + 2o' and rIl and r2 are the measured points rio and
r2o. Under these conditions one identifies
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(21 1/0o 2 KDR t w - '2 + ý1o (38)

012 = 2 o 2 KSR t " - '2 " 10o" (39)

On using eqs. (29) and (30) in eqs. (38) and (39), respectively,one has

'21 = "1o - 2KDo - K- o (40)

' 1 2 = 'P2 , 2 KSo - K-o" (41)

Figure 8 shows the r 1 and r2 loci explicitly in the sense of eqs. (34) and (35). The

points r"lo and r2o and the associated angles 1 lo and 420 are also shown. The radii
100

r -PLANE -LNI DATA,, 2

\lD" C, o ,
C 21 F 0 IS 2 2

I__ I _ _UNIT

I-CIRCLE

6,:o q,:o 02:o +:o

Fig. 8 Reflection coefficient loci obtained with reversed bridge
0

of course yield I $21 and IS12 1 directly when the bridge has been balanced (ICI I = C 2 1).

The measurement procedure to be used with the reversed bridge is summarized

in Appendix HI.
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3. Comparison of Measurements with Forward and Reversed Bridges

When one compares measurements made with a forward bridge with those

made with a reversed bridge, one finds that the following simple generalization can

be made: If a measurement and data analysiq has been carried out with one bridge

to determine the scattering matrix parameters of a two-port then, if precisely the

same measurement and analytical steps are followed with the other bridge, the same

matrix elements are obtained, but in transposed order, i. e., S instead of S. In other

words, 1S111, *11' IS?2I and '022 result from the same steps in both cases, but the

steps which produce IS 1 2 1 and 4ý12 in one case produce I S2 1 and ý2l in the other.

4. Reversed Bridge and Various Two-Port Representations

Since, when matrices Z or Y correspond to S then Z or Y correspond to S,

one can make the following statement: Any measurements performed with a forward

bridge of the type considered to result in Z or Y, will consequently result in Z or

when performed with a reversed bridge. Other nonreciprocal representations such

as the scattering transfer matrix, the voltage current transfer matrix (ABCD), or

the nonreciprocal modified Wheeler network, if they can be obtained by the use of such

bridges, are not, however, subject to similar matrix transposition. Instead it is

recognized that the nonreciprocal character of such a representation is described by

its nonreciprocity, K, and that the notion of the transposition of the S matrix of a two-

port is completely described by the inversion of the nonreciprocity (see eq. (44)). This

notion can therefore be used whenever matrix transposition is no longer in place. For

example, in the case of the ABCD matrix (see eq. (42)), if A, B, C and D would be the

parameters obtained by means of a forward bridge, the same measurement with a re-'
2 2 2 2versed bridge will yield A/K , B/K , C/K and D/K . The converse, of course, is

also true.
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Appendix I: Product of Nonreciprocities
6

It has been shown in voltage-current transfer matrix terms that a nonreciprocal
twvo-port can be decomposed into a reciprocal two-port and a special non-reciprocal

two-port (ratio repeater) as follows

A B A B K 0
0 0

M a3 = MJ, (42)

C D K
0

where ABCD is the nonreciprocal two-port and A B C D the reciprocal two-port, i. e.,

wherev - 1= . The ratio repeater is seen to be represented by a scalar matrix

d with the associated scalarK- JA- BC. Clearly, when several two ports (indicated by

different superscripts) are in tandem, then

M 1 M 2"..Mn. Mlo = M 2og"'' Mn'= M 1M 2o Mof 2 ... 4n (43)

since the matrices 9(commute with all other matrices. The product j1.2...4 n is

again a scalar matrix with the associated scalar K1K 2 ... Kn . Here K1 , K2 ... Kn are the
1 2 n 1 2 n

nonreciprocities of the two-ports M , M ... M respectively and the product K K ... K
1 2 nis the nonreciprocity of the overall two-port M M ... M so that one has the theorem:

The product of the nonreciprocities of tandem two-ports,

equals the nonreciprocity of the " overall two-port".

It has been shown4 that the nonreciprocity K(which is simply a complex number)

is related to the parameters of various matrix two-port representations as follows

K = /AD -BC =:,/S1z/Szl :zlz/Zzl =YlIZ_/YI2 =-,IZ•Z- TIlZTZI . (44)

As is usual, S stands for scattering, Z for impedance, Y for admittance and T for scatter-

ing transfer. The theorem covering the product of nonreciprocities is consequently appli-

cable to all these representations.

Appendix II: Probe Excited Traveling Waves

In considering a reversed bridge, it is necessary to have a clear picture of the

circumstances under which al and a•, the two traveling waves set up by a voltage probe

in a waveguide, can be considered to be equal. Whzn the probe is either perfectly

straight, or is bent in such a manner that it lies completely in the transverse plane,

there is no problem: The two waves are equal. When the probe is bent partially or

completely in the direction of propagation the equality can no longer be assumed.
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Consider the following Gedanken experiment with reference to Fig. 9. Let both

source and detector be matched and let the bridge

tJPERFECT MAGIC TEE

j T2 BENT PROBE

a, 02

Fig. 9 Symmetric bridge with bent probe

be reciprocal and perfectly symmetrical about the magic tee except for the shape and

location of the probe. The waves incident from the magic tee, al and a 2 , are conse-

quently equal. Now move the probe to a voltage minimum. If the probe were straight,

this would be a voltage zero to within the noise of the system. If the probe is bent, there

still may exist an effective minimum location at which induced voltage is so small that

it lies below the noise, or so slightly above the noise that it can be neglected. Under

these circumstances the detected voltage is, for all practical purposes, zero. This situ-

ation is relatively common in the usual slotted line measurements. Now let source and

detector be interchanged without moving the probe. The two-port between planes T1 and

T2 is reciprocal so that the detected voltage may again be practically zero. This is poss-

ible only if the two waves incident on the magic tee are for practical purposes equal, which

can be the case only if a I and a•, the waves set up by the probe, have been very nearly

equal. It is seen then that the two traveling waves set up by a voltage probe can be con-

sidered to be equal as long as the same probe is capable of measuring a voltage zero to

within desired accuracy and the noise of the system.

Appendix III: Summary of Measurement Procedure for Reversed Bridge

1. Short circuit planes T1 and T2 and measure D V SR and X g (see Fig. 7).

2. Measure the length of a suitable waveguide, 10 and insert it between planes

T and T 2. Balance the bridge.
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3. Set the variable phase shifter to somne arbitrary setting +o and measure DO
and S

0

4. The values found above should satisfy the relation

Do + So + 10 " D SR R = nXg/2, n = O, +1. + 2....

5. Replace the waveguide 1 0 by the two-port to be measured and for each of

a series of settings of ý measure D and r1 with the left slotted line and S

and r 2 with the other. Include the setting •o in the series. (Take rI and r 2 ,

the VSWR, as positive only).

6. Compute

- r 1 - 1 j2KD - 2 -l J2KS
-6 ~and rF2 e

r1 + 1 r 2 + 1

corresponding to each i setting. The values corresponding to + are desig-

nated rlo and 2o. Values of I l1 and I r 2 1 found in this way may either be

the proper ones or the inverse of the proper values. Means for distinguish-

ing between rI and its inverse are available elsewhere.

7. Plot the points rI and on two sheets of polar coordinate paper and draw

a circle through each.

8. Identify IS,,Il, 11,+10o and IS211 (Note: IC1I = IC 2 1) on the F1 locus, and. IS 2 2 1,
-22 2o and iS on the F 2 locus. See Fig. 8 for details.

9. Compute
1II = '÷11 -

2 KDR +

422 = 22 - 2 KSR t w

421 = + lo - 2KDo - 0

ý12 = P 2o - 2KSo - K1 0
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